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a  b  s  t  r  a  c  t
Aim: Development of MRI sequences and processing methods for the production of images
appropriate for direct use in stereotactic radiosurgery (SRS) treatment planning.
Background: MRI is useful in SRS treatment planning, especially for patients with brain lesions
or  anatomical targets that are poorly distinguished by CT, but its use requires further refine-
ment. This methodology seeks to optimize MRI sequences to generate distortion-free and
clinically relevant MR images for MRI-only SRS treatment planning.
Materials and methods: We used commercially available SRS MRI-guided radiotherapy phan-
toms  and eight patients to optimize sequences for patient imaging. Workflow involved the
choice of correct MRI sequence(s), optimization of the sequence parameters, evaluation of
image quality (artifact free and clinically relevant), measurement of geometrical distortion,
and  evaluation of the accuracy of our offline correction algorithm.
Results: CT images showed a maximum deviation of 1.3 mm and minimum deviation of
0.4  mm from true fiducial position for SRS coordinate definition. Interestingly, uncorrected
∗ Corresponding author at: Department of Radiation Oncology, University of Mississippi Medical Center, 2500 North State Street, Jackson,
Mississippi 39216, USA.
E-mail addresses: staghiza@go.olemiss.edu (S. Taghizadeh), cpembert@olemiss.edu (C. Labuda), cyang@umc.edu (C.C. Yang),
bamorris@umc.edu (B. Morris), mkanakamedala@umc.edu (M.R. Kanakamedala), svijayakumar@umc.edu (S. Vijayakumar),
rrey-dios@umc.edu (R. Rey-Dios), wduggar@umc.edu (W.N. Duggar), eflorez@umc.edu (E. Florez), afatemi@umc.edu (A. Fatemi).
https://doi.org/10.1016/j.rpor.2018.09.010
1507-1367/Published by Elsevier Sp. z o.o. on behalf of Greater Poland Cancer Centre.
reports of practical oncology and radiotherapy 2 4 ( 2 0 1 9 ) 12–19 13
MR images showed maximum deviation of 1.2 mm and minimum of 0.4 mm,  comparable to
CT  images used for SRS coordinate definition. After geometrical correction, we  observed a
maximum deviation of 1.1 mm and minimum deviation of only 0.3 mm.
Conclusion: Our optimized MRI pulse sequences and image correction technique show
promising results; MR images produced under these conditions are appropriate for direct
use in SRS treatment planning.
Published by Elsevier Sp. z o.o. on behalf of Greater Poland Cancer Centre.
1.  Introduction
Magnetic resonance imaging (MRI) is the imaging modality of
choice for target definition for stereotactic radiotherapy due
to its superior soft tissue resolution, not only in the brain but
in extracranial sites as well. In cases of intracranial stereotac-
tic radiotherapy, MRI  can also be used for dosimetry planning
as the brain is considered homogenous. The advantages of
using MRI  alone in intracranial SRS include avoiding system-
atic errors that may occur due to CT-MRI registration, and
the risks associated with ionizing radiation exposure from CT
scans.
Although MR  images have an excellent soft-tissue contrast,
allowing superior visualization of gross tumor volume (GTV)
and organs at risk (OAR), the geometrical distortion of MR
images is one of the main obstacles to their optimal use in SRS
planning; therefore, CT is still commonly used to obtain geo-
metrically accurate reference images. CT images also provide
electron density data and can be registered with MR images
for geometrical distortion correction.1
One motivation for the solo use of MRI for SRS planning
is that most centers use Tissue Maximum Ratio (TMR) tables
for SRS treatment planning; these tables do not account for
brain tissue inhomogeneity. This technique is faster, simpler
and no information about tissue electron density is required;
however, many  groups are working on synthetic CT images
which make use of MR  images.
With the use of synthetic CT images derived from
MR images, we  still retain the option to use convolu-
tion/superposition algorithms in SRS treatment planning for
more accurate dose calculation.
The geometrical accuracy of MR  images can be com-
promised by both system- and patient-specific distortions.
System related distortion is mainly caused by main magnetic
field (B0) inhomogeneity and gradient nonlinearity. These
effects are reproducible for each scanner, but vary for different
field strengths and vendors, and must be evaluated during the
commissioning process.2
The B0 of an MRI  is measured in parts per million (ppm)
over a diameter of spherical volume (DSV) extending out
from the scanner isocenter. We expect a nominal homogene-
ity of 1.1 ppm across a 37 cm DSV for a 1.5 T scanner; this
corresponds to a frequency offset of 70.2 Hz. This offset res-
onance frequency along the frequency encoding direction
creates discrepancies in signal location which manifest as
image  intensity variation and distortion.
Gradient coils localize the MRI  signal within the body to
visualize the anatomy. Many  newly developed fast MRI pulse
sequences have been used in the clinic to minimize artifacts
due to motion and provide patient comfort. These sequences
need strong gradients, but there is always a tradeoff between
gradient strength and linearity. The gradient linearity error
should be less than 2% of the gradient strength over a 40-cm
diameter of spherical volume (DSV).3
Modern MRI  scanners have homogenous magnetic fields;
therefore, the main source of image  distortion is gra-
dient non-linearity. Most vendors provide post-processing
offline correction algorithms, which are applied in 2 and
3 dimensions,4–6 but still there is a need to evaluate the
efficiency of such corrections with periodic phantom mea-
surements.
Patient-specific distortion originates from the effect of tis-
sue magnetic susceptibility () on the local magnetic field.
These random distortions are not corrected by standard MRI
post-processing correction algorithms and need careful con-
sideration, especially when MR  images are being used as
a sole source for SRS planning. Patient-specific distortion
may cause tumor and normal tissue dislocation, significant
error in stereotactic coordinates definition, and MRI-CT co-
registration difficulty, especially when targets in the brain
are very close to air cavities, or away from the magnet
isocenter.
Several methods have been suggested to correct patient-
specific distortion. One is an increase in receiver bandwidth,
but increasing the bandwidth leads to a reduction in the
signal-to-noise ratio (SNR).7,8 Another is to use manual and
high-order shimming to render the magnetic field more locally
homogenous by minimizing the effect of magnetic suscep-
tibility, chemical shift and eddy current through the region
of scan.9–11 Finally, a B0 field map,  very commonly used in
functional MRI  (fMRI) studies, has been used to correct for geo-
metrical distortions in echo planar imaging (EPI) images.12 All
of these methods have their own advantages and disadvan-
tages, but for our purposes, to be used in the SRS clinic, their
accuracy, clinical flow and compatibility with SRS treatment
planning system are vital factors.12
Different MRI sequences (different contrasts) are being
used for GTV and OAR contouring in SRS treatment planning
systems. Depending on the clinical protocol implemented, CT
and MRI  images may initially define the stereotactic coordi-
nates, and then CT image  set is co-registered rigidly to MR
images to correct for any noticeable geometrical distortion.
Importantly, to accurately correct MR images they must be reg-
istered deformably not rigidly with CT images which is not an
option with the current SRS Gamma  Knife treatment planning
systems. Specifically, distortions are more  noticeable when
MR images are collected in a 2D mode, with different slice
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Fig. 1 – CIRS Simulated MRI  distortion head phantom.
thickness, in-plane or through-plane spatial resolution com-
pared with CT, and in partial head scans in an oblique mode.
In this paper, we  describe our methodology to generate
distortion-free and clinically relevant MR  images for MRI-only
SRS treatment planning. We tested our method first on com-
mercial phantoms, and then on patients. Our methodology
involves choosing the right MRI  sequences, optimizing the
sequence parameters, evaluating the image  quality, determin-
ing clinical relevance, correcting for geometrical distortion
and, finally, testing the accuracy of our offline correction algo-
rithm.
2.  Materials  and  methods
We  have recently installed the new Leksell Gamma  Knife
®
IconTM stereotactic radiosurgery treatment unit (Elekta AB,
Stockholm, Sweden) and the MAGNETOM Aera 1.5T (Siemens
Healthcare, Erlangen, Germany) Radiotherapy (RT) edition at
our institute. The SRS committee consists of 3 physicists,
1 radiologist, 2 radiation oncologists and 1 neurosurgeon;
together, it is responsible for choosing the clinically relevant
MRI  pulse sequences for SRS treatment planning.
MR images are used for treatment of brain metasta-
sis, pituitary/parasellar lesions, acoustic neuroma, trigeminal
neuralgia and arteriovenous malformation (AVM). The SRS
committee look at specific MRI  pulse sequences with unique
contrast and resolution to be used for GTV and OAR con-
touring in a SRS treatment planning system (Gamma  Plan,
Version 11.0.3). Generally, the MRI  sequences are mostly 3D,
no slice gap for 2D sequences, and isotropic in spatial resolu-
tion. Immobilization devices are chosen to be MRI-compatible
based on vendor report and the reports of other centers.
Most importantly, the committee chooses the optimal head RF
coil(s) for high sensitivity, better SNR, less RF deposition (SAR
effect), and retention of enough space to fit the SRS frame, MRI
localizer and RF head adaptor into the scanner.
We initially optimized MRI  sequences to have high SNR
and provide artifact-free images and then focused on correct-
ing geometric distortion using two commercially available MRI
compatible phantoms: a simulated head phantom (CIRS, MRI
distortion phantom, Model 603A, Virginia, USA) (Fig. 1), and
Fig. 2 – Quasar GRID3D image distortion phantom (Modus
Medical, Canada): “small phantom”.
a Quasar GRID3D (Modus Medical, Canada) (Fig. 2). We then
collected data from six SRS patients.
The MRI  scanner was commissioned based on our pro-
posed quality control procedure for SRS treatment planning
using commercial and standard phantoms. As part of our com-
missioning process, we evaluated a system distortion map  (B0
inhomogeneity and gradient non-linearity) over a large field
of view (37 cm)  using a body coil and Quasar MRID3D (Modus
medical, Ottawa, Canada) geometrical distortion phantoms
(Fig. 3).
We  applied system- and patient-specific distortion cor-
rection along the frequency encoding direction. The system
distortion map  was derived using Quasar GRID3D software
and our in-house MATLAB code to obtain the “system dis-
placement map.”  For patient-specific correction we  used
a field map  technique using a multi-echo Gradient echo
sequence to calculate the complex phase difference map  with
receiver bandwidth and isotropic resolution, close to other MRI
sequences.
2.1.  Phantom  study
We scanned the commercial phantoms with SRS frames and
localizers on our MRI unit and evaluated the quality of the
acquired MR images for artifacts and geometrical fidelity
for the purpose of SRS planning. Geometrical distortion was
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Fig. 3 – Quasar MRID3D geometrical distortion phantom: “big phantom”.
Table 1 – MRI  pulse sequences used in the phantom studies.
Sequence/contrast Parameters Disease
Axial 3D T1-weighted MPRAGE 1 × 1 × 1 mm3,






Axial 3D T2-weighted Space 0.9 × 0.9 × 1 mm3,





Axial 2D T2 TSE 0.9 × 0.9 × 1 mm3,





evaluated for different MRI  sequences using the GRID3D phan-
tom, and our offline geometrical distortion correction method
was validated using phantoms both qualitatively and quanti-
tatively. The GRID3D MRI  was scanned with all sequences and
parameters summarized in Table 1. All MRI sequences were
run with automated shimming over entire phantoms. The
central frequency was adjusted manually, and the shimming
currents set to apply the highest linear gradient field to each
imaging axis. The bandwidths were chosen to be close to
330 Hz/pixel for all MRI  sequences to minimize artifacts due
to magnetic susceptibility and sub-optimal shimming.
Next, high-resolution magnitude and phase images were
acquired to reconstruct the field maps after automated shim-
ming over the entire head phantom volume (multi-echo
gradient echo, TE1/TE2/TR = 2.46/11.98/12 ms,  335 Hz/pixels,
approximately 1 mm3 isotropic sagittal, 3D acquisition, Rx/Tx
RF head coil). The phase images were complex divided and
unwrapped to produce field maps (in-house software, IDL 8.2,
Boulder, CO, USA and Mathworks, Natick, MA, USA). The con-
version of the field map  to the displacement map  was found
using






where is the pixel size, is the Larmor frequency, is the receiver
bandwidth per pixel, is the magnetic field, and is the mag-
netic distortion. The final displacement map  was calculated
based on the field map  and machine displacement maps. The
machine displacement map  applied to all MRI images in all
directions, and the field map  applied only in the frequency
encoding direction.
For this procedure to be consistent, MR images and the dis-
placement map  should have the same spatial resolution and
pixel bandwidth, which was checked using an open-source
AFNI software package.
The region of interest measures 14 × 13 × 11, and within it
are 2002 vertex locations, the positions of which are known
within 0.1 mm.  The phantom accurately and reproducibly
mounts securely to the Leksell
®
Coordinate SRS Frame G at
a known position, and fits within both the Leksell
®
MR  and CT
boxes.
We evaluated geometrical distortion for each sequence
using the phantom vendor’s software. The software automat-
ically finds the fiducials and locates each vertex within the
phantom in 3D. The software determined the X, Y, Z and dr
(absolute distance from isocenter) deviations of the location
of each vertex in the image.  Afterwards, we  corrected all the
MR images using our offline correction and compared them
with non-corrected images.
Next, the CIRS phantom with SRS frame and localizer
(Fig. 4) was scanned by MRI  pulse sequences with parame-
ters listed in (Table 1) and by CT (Siemens, 120 kV, 462 mA,
512 × 512 × 306 mm3, exposure time 615 ms).
We used MIM software (MIM software Inc. Cleveland, OH,
USA) to evaluate MR corrected image  quality for artifacts and
geometrical accuracy compared with CT. The corrected MR
images were rigidly fused with CT (Fig. 5). The geometri-
cal accuracy of the corrected and non-corrected MR  images
was evaluated visually (checker board) and quantitatively
by looking at the fusion matrix statistical parameters such
as normalized mutual information (NMI), Pearson correction
coefficient (PCC) and root mean square difference (RMSD).
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Fig. 4 – CIRS head phantom with SRS frame and all localizer devices.
Fig. 5 – Phantom corrected MRI  images fused with CT images. (Top) CT image; (middle) corrected MRI  images; (bottom)
fused MRI  and CT images.
2.2.  Patient  study
Eight patients (four with a SRS frame and four with a mask)
under an IRB-approved protocol were MRI  and CT scanned for
SRS treatment. For all patients, we  used a 3D post-contrast
axial MPRAGE MRI  pulse sequence for stereotactic coordinate
definition and tumor delineation because of its geometrical
accuracy and high SNR. The other MRI  sequence has been
used for organ at risk (OAR) contouring. The MR  images were
presented to the radiologist, neurosurgeon and physicist for
review of image  quality, clinical relevance, and overall scan-
ning time.
The geometrical distortion of MR images before and after
correction was validated qualitatively (checker board) in MIM
software with respect to reference CT (Fig. 6). We  also imported
corrected and non-corrected MR  images in GammaPlan and
evaluated the stereotactic coordinates definition accuracy rel-
ative to CT.
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Fig. 6 – Patient corrected MRI  images fused with CT images. (Top) CT image; (middle) corrected MRI  images; (bottom) fused
MRI  and CT images.
3.  Results
The data from the GRID3D phantom indicate the best MRI geo-
metrical accuracy was obtained with a 3D SPACE sequence.
We measured maximum deviation on (X, Y are in plane and Z
along the magnet) (X-direction = 1.8 mm,  Y-direction = 2.9 mm,
Z-direction = 2.7 mm)  and 0.7 mm on axial plane at 7.5 cm
from the isocenter in the Z direction. We  noticed significant
artifacts at the boundary, which we speculate were due to
magnetic susceptibility from the phantom, SRS frame and
localizer. The 3D MPRAGE axial (the reference images) were
superior in SNR, and appeared to be less prone to artifacts
due to magnetic susceptibility, but showed higher distortion
compared to 3D SPACE. We  measured maximum deviation (X-
direction = 1.9 mm,  Y-direction = 2.8 mm,  Z-direction = 3.4 mm)
and 1.4 mm and 1.3 mm in axial plane beyond 5 cm from the
isocenter in the Z direction. The 2D TSE sequence had an
acceptable SNR and was free of artifacts, but as we expected
from 2D sequences, the geometrical distortion is extreme,
and we  do not recommend its use for this application. We
measured the maximum deviation (X-direction = 2.2 mm,  Y-
direction = 4.1 mm,  Z-direction = 7 mm)  and the average of
1.8 mm in axial plane beyond 2 cm from the isocenter.
After geometrical correction was applied to all images,
they were reevaluated. We observed overall improvement
in both 3D MPRAGE and 3D SPACE images, but no signifi-
cant improvement in images obtained using 2D TSE. For 3D
MPRAGE, the changes were minor, and there was improve-
ment in the axial plane from 0.8 mm to 0.7 mm for 3 cm and
4 cm from the isocenter in the Z-direction. 3D SPACE images
showed significant improvement; overall 3% correction (aver-
age of 0.3 mm)  for all points. The TSE images do not show
significant improvement which proved that our correction
algorithm need to be applied to each slice separately and re-
evaluated.
After the MR images from CIRS phantom were reviewed
by the SRS committee for image  quality, the fusion matrix
statistical parameters of fused geometrically corrected and
non-corrected MRI and CT images were also examined, and
are summarized in Table 2.
The patient MR images were reviewed by the SRS commit-
tee for image  quality and clinical relevance for SRS treatment
planning. All images were geometrically corrected based on
the same algorithm used in the phantom studies; we evalu-
ated our patient MRI geometrical accuracy qualitatively (Fig. 6)
and quantitatively. First, MIM software was used to rigidly
register MR-CT images, visually inspect the checker board dis-
play, and calculate the fusion matrix statistics (NMI, PCC and
RMSD).
We observed maximum changes of 2% in RMSD for all
images and no significant changes in the remaining param-
eters without significant change. SRS treatment planning
software was then used to calculate the stereotactic coor-
dinate accuracy, comparing corrected MR  images to original
non-corrected MR  images and CT images. The CT images
showed the maximum (1.3 mm)  and minimum of (0.4 mm)
deviation from the true fiducial position for SRS coordinate
definition. Interestingly, the non-corrected MR  images showed
the maximum (1.2 mm)  and minimum of (0.4 mm)  deviation
which is comparable to using CT images for SRS coordinate
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Table 2 – The statistical parameters for corrected and non-corrected MRI  images fused with CT image.
CIRS phantom Non-corrected Corrected
T1 MPRAGE, BW = 300 Hz/pixel
Normalized mutual information (NMI) 0.241 0.241
Pearson correction coefficient (PCC) 0.563 0.565
Root mean square difference (RMSD) 1133.192 1132.724
T2 SPACE, 780 pixel/Hz, axial
Normalized mutual information (NMI) 0.171 0.171
Pearson correction coefficient (PCC) 0.486 0.488
Root mean square difference (RMSD) 824.748 824.719
T2 TSE, axial, BW = 254
Normalized mutual information (NMI) 0.197 0.196
Pearson correction coefficient (PCC) 0.531 0.532
Root mean square difference (RMSD) 1009.347 1008.905
definition. After geometrical correction, we observed the max-
imum (1.1 mm)  and minimum (0.3 mm)  deviations.
4.  Discussion
In this work, we  demonstrated the methodology and clini-
cal flow to optimize MRI  sequences to generate images for
MRI  only SRS treatment planning. A 3D MPRAGE sequence
with high bandwidth generated artifact-free images on both
phantoms and patients with acceptable geometrical distor-
tion even prior to offline geometrical correction. Therefore,
this sequence is recommended as the main sequence for
SRS planning purposes. The 3D Axial T2 SPACE has shown
significant artifacts in both phantom and patient studies, pos-
sibly a result of SRS frame magnetic susceptibility and some
wrapping artifacts in the axial plane. In patient studies, we
managed to correct for wrapping by putting 60% oversampling
in a frequency encoding direction at the expense of increasing
scanning time, or using 3D coronal T2 SPACE. Another alterna-
tive would be the use of a 2D Turbo Spin Echo (TSE) sequence
with a zero gap.
One of the main obstacles to the direct use of MR images
in treatment planning is their geometrical distortion.1 In
general, SRS treatment planning systems use rigid MRI-CT
co-registration, which does not correct for any residual MR
image distortion. This correction could be accomplished by
using both deformable and rigid co-registration algorithms to
create distortion-free MR  images if CT images are used as a
reference.3 We propose that offline MR  images distortion cor-
rection be used with SRS treatment planning systems.
Our correction technique is based on cumulative effects of
system distortion and patient distortion (e.g. head geometry,
tissue type, SRS frame material, localizer box). Although most
of the literature on MR  images distortion correction suggest
visual checking, this method does not provide any quantita-
tive information, especially when only a rigid co-registration
algorithm is used.6 Therefore, we  proposed two methods to
evaluate the MR  images distortion quantitatively reporting
(1) co-registration accuracy statistics between corrected MR
and CT images using, normalized mutual information (NMI),
Pearson correction coefficient (PCC) and root mean square
difference (RMSD) and (2) the stereotactic coordinate defini-
tion accuracy in SRS treatment planning system for corrected
MR images compared with original non-corrected MR  and CT
images for both phantom and patient studies.
We propose to speed up the correction process by using
3D T1 post MPRAGE images as reference, and then register-
ing these images with those acquired using other sequences.
These images can then be used for SRS treatment planning.
The two main sources of MRI geometrical distortion
(systematic and induced magnetic susceptibility)12,13 were
evaluated in a head-sized region by using a commercial
MRGRID3D phantom. After applying the vendor’s post pro-
cessing correction for gradient non-linearity, the images’
geometrical distortion was within expectations, especially at
the central region of magnet (head size), with an average
of 0.7–0.8 mm for 3D SPACE and 3D MPRAGE, respectively.
To achieve a sub-millimeter accuracy for SRS planning the
residual gradient nonlinearity and patient specific distortions
(tissue and frame induce magnetic susceptibility) still need to
be corrected.14,15
Patient-specific geometrical distortions were corrected
using a field map  technique with the receiver bandwidth close
to our MRI pulse sequences to avoid or minimize the inher-
ited distortion in our field maps. MR  images were acquired
with high receiver bandwidth, high readout gradient and opti-
mized SNR. Auto shimming was applied for the entire head
volume to avoid any distortion due to microscopic gradi-
ents, especially if manual shimming was applied for smaller
volumes (air cavities and sinuses). There are many  studies
indicating that susceptibility-induced displacements are most
noticeable in air cavities,15 and our results from displacement
mapping confirmed this statement. Based on our parameters,
which we  used for SRS MRI  sequences (close to 350 Hz/pixel,
approximately 1 mm3 isotropic voxels), for Axial 3D MPRAGE
the maximum displacement was calculated as up to
1.4 mm.
For our next study, we will investigate the geometrical and
dosimetric accuracy of MRI-only SRS planning compared to
the combined MR/CT image-based planning. There are also
opportunities to use corrected MRI-derived CT images (syn-
thetic CT) for MRI-only SRS planning. This opens up the
potential to benefit from both soft tissue contrast and inhomo-
geneity correction using convolution-based dose calculation
algorithms for accurate SRS treatment planning account-
ing for heterogeneity in patient anatomy. Such research
projects have implications beyond SRS treatment planning;
this methodology could have potential applications in focal
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brain external beam radiotherapy (IMRT) using synthetic CT
images. We strongly believe that the benefits of superior soft
tissue contrast from MRI  will affect the course of highly con-
formal image-guided radiotherapy.
5.  Conclusions
In conclusion, our optimized MRI  pulse sequences and cor-
rected images show promising results, producing MR  images
appropriate for direct use for SRS treatment planning. These
results highlight the urgency of design and implementation of
commercial image  processing software compatible with SRS
treatment planning systems for MRI  distortion correction, and
more  importantly, multimodality image  registration and post-
response tumor evaluation. The commonplace presence of an
MRI  expert to optimize MRI  sequences and establish MRI QA
programs in departments of radiation oncology is an inevitable
outcome. These findings have implications for SRS planning
and MR-guided radiotherapy in general.
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